We describe a trap that can be used for automated, high temporal resolution measurement of ebullition fluxes in aquatic environments. The trap comprises a submerged cone connected to a transparent PVC pipe that serves as a collection chamber. A differential pressure sensor at the top of the pipe measures the pressure caused by gas accumulation in the chamber. The sensor circuit consists of low-power electronics and can function for longer than 6 months on two high-capacity AA lithium batteries. The circuit, batteries, and a commercial data logger that records the measurements are enclosed in a custom-made, 10-cm diameter waterproof housing. The trap is designed to be fabricated economically and easily so that many units can be deployed for greater spatial coverage. We have used several of these automated traps to measure bubbling fluxes at a lake, and have collected data continuously at a resolution of 5 or 10 min over 6 months.
Bubbling is an important mechanism for the release of gases to the atmosphere from both freshwater and marine ecosystems. In particular, significant quantities of methane, a powerful greenhouse gas, can be released from sediments to the atmosphere through ebullition (e.g., Hornafius et al. 1999; Glaser et al. 2004; Walter et al. 2007) . Ebullition can also serve as a transport mechanism for other volatile species such as nitrogen, hydrogen, carbon dioxide, radon, and hydrogen sulfide (e.g., Martens and Chanton 1989; Chanton and Whiting 1995; Higgins et al. 2008) .
Ebullition is a difficult process to quantify, because it is highly variable at several temporal and spatial scales (FechnerLevy and Hemond 1996; Ostrovsky 2003; Leifer et al. 2004; Walter et al. 2006) . Considerable amounts of gas are often emitted during occasional, short-lived bubbling episodes. For example, large, rare emission events lasting for about 30 s have been observed in Siberian lakes (Walter et al. 2006) , whereas bubbling events in hydrocarbon seeps have been identified to occur on the scale of a few minutes (Greinert 2008) . At the Upper Mystic Lake in Massachusetts, U.S.A, we have observed bubble patches at the lake surface having lifetimes between 1 and 10 min. Ebullition has also been observed to vary seasonally, with higher release occurring during early spring, late summer, and early fall (e.g., Wilson et al. 1989; Casper et al. 2000) . Bubbling fluxes tend to increase when there is a decrease in atmospheric pressure (Mattson and Likens 1990; Fechner-Levy and Hemond 1996; Kellner et al. 2006 ) or a lowering of water level Boles et al. 2001) , but the sequence of events that leads to increased ebullition is not well understood.
Bubbling fluxes are typically measured using one of two types of collection chambers (Chanton and Whiting 1995) . One method uses chambers filled with air that float on the water surface; fluxes are calculated by measuring the change in concentration of a gas within the chamber over a period. Automated versions of this type of device continuously pump the air from the chamber through an infrared analyzer to obtain methane concentrations, and have been used in several ebullition studies in wetlands (e.g., Sebacher and Harriss 1982; Crill et al. 1988; Bäckstrand et al. 2008; Mastepanov et al. 2008) . However, such chambers measure the sum of diffusive and ebullitive fluxes, which then need to be separated by other analyses, and also are problematic to deploy in deep, aquatic environments. A second type of flux chamber consists of a submerged, inverted funnel that traps bubbles and delivers the gas to a collection chamber (e.g., Casper et al. 2000; Huttunen et al. 2001 ). In such devices, ebullition fluxes are calculated from the volume of gas that accumulates in the chamber, while bubble composition is typically determined by gas chromatographic analysis after withdrawing the gas from the chamber via syringes.
Most reported ebullition measurements are based on manually tended funnel-type traps that were deployed either for short periods of time and sampled with relatively high frequency (e.g., Martens and Klump 1980; Bartlett et al. 1988; Keller and Stallard 1994) , or for long periods with low sampling frequency (e.g., Mattson and Likens 1990; Huttunen et al. 2001) . In the former case, major episodes of bubbling may be missed entirely, leading to inaccurate estimates of longterm fluxes. In the latter case, the timing of bubbling events remains unknown within each sampling period. In a longterm study of ebullition fluxes, Walter et al. (2006) deployed 25 traps in Siberian lakes for over 14 months, and collected frequent manual measurements over summer and winter; however their highest sampling resolution was twice a day. Ultimately, long-term measurement with high sampling frequency, as well as adequate spatial density, is necessary to test hypotheses regarding the magnitude, spatiotemporal variability, and mechanisms of bubbling. However, the collection of such data are not practical over long deployment periods without automation. Automation can also help in monitoring fluxes during periods of time or at locations where site conditions render manual field measurements difficult.
An automated funnel-type trap equipped with a differential pressure sensor has previously been used to measure gas fluxes in marine hydrocarbon seeps Clark et al. 2009 ), although we are unaware of any long-term or extensive deployments of this type of trap. The electronic setup in the device also appears to be expensive, bulky, and time-consuming to build. More recently, acoustic techniques have been used for automated measurement of ebullition (e.g., Greinert and Nutzel 2004; Ostrovsky et al. 2008) . While these methods have spatial resolutions in the order of tens to hundreds of meters, they are expensive in terms of cost and power to deploy at several sites. Furthermore, the gas content of bubbles cannot be directly determined, and additional data processing has to be done to estimate methane fluxes to the atmosphere because not all bubbles reach the water surface (McGinnis et al. 2006) . Other methods, such as ground penetrating radar , resistivity , and GPS measurements of surface deformations (Glaser et al. 2004) , have been used for automated measurements of methane ebullition in peatlands; however these cannot be used for long-term monitoring of bubble fluxes in aquatic systems such as lakes, rivers, and ponds.
In this paper, we present a design for an inexpensive, but sufficiently accurate, low-power, automated instrument that uses a differential pressure sensor to measure the volume of bubbled gas as it accumulates in a flux chamber. The design emphasizes not only high sampling frequency but also low cost and ease of construction, in order that an adequate number of units can be deployed to characterize both temporal and spatial variation in bubbling. The device can also be readily adapted to monitor other situations where a pressure differential is of interest. For example, at our field site, we adapted one unit to continuously measure the water level of the lake by repackaging the same electronics in a slightly different enclosure.
Materials and procedure
Trap design-The bubble trap consists of a cone attached to a transparent PVC pipe that functions as a collection chamber in which gas can accumulate (Fig. 1) . The bubble collection funnel is made by rolling a sheet of 28-gauge galvanized steel, cut from a pattern, into a cone of diameter 0.5 m and approximate height of 0.16 m. The cone is painted with hard enamel to keep the surface smooth and to minimize corrosion. The seam of the cone is either fastened with blind rivets or spot welded, and sealed with epoxy adhesive and silicone sealant to prevent gas leakage as well as to create a smooth edge on the inside of the cone.
The gas collection chamber is a length of transparent, nominal 1/2 inch (1.27 cm) or 3/4 inch (1.9 cm) schedule 40 PVC pipe. Narrow pipe diameters were chosen to limit the area of the gas-water interface, and hence the amount of methane potentially lost through diffusion to the water column, as well as to increase the sensitivity of the device. Pipe lengths varied from 30 cm to 1 m, and can be modified according to the flux expected at the deployment location. The pipe is marked in 1-cm intervals; thus the height of bubbled gas accumulating in the chamber can be read manually, providing a means for infield calibration checks.
The collection chamber is connected to the cone through a fitting made from a 5-cm slice of a 2.75 inch (7 cm) diameter PVC rod. A hole (of diameter 2.14 cm [27/32 inch] for the nominal 1/2 inch pipe; 2.7 cm [1.063 inch] for the nominal 3/4 inch pipe) is drilled through the center to accept the pipe, which is attached using standard PVC cement. The opposite face of the fitting is machined to an angle of 34°to fit the top of the cone, to which it is fastened using flat head screws, epoxy adhesive, and silicone sealant.
The collection chamber is capped with a nominal 1/4 inch (0.63 cm) 3-way brass ball valve via a PVC pipe connector of the appropriate size. A second port of the 3-way valve is connected to the pressure sensor housing, whereas the third port is sealed with a rubber septum, through which gas can be withdrawn for analysis. The chambers can hold between 200 and 300 mL gas, depending on the PVC pipe dimensions, before the gas begins to overflow into the collection funnel. It is undesirable to have gas fill up in the funnel because it then becomes difficult to accurately measure the gas volume in the chamber and because the rapidly increasing area of the interface between trapped gas and the water column likely enhances gas exchange.
Three nominal 1/4 inch (0.63 cm) PVC pipes, attached to the cone on one end, and to a 0.63 cm by 30 cm by 30 cm polypropylene panel on the other end, provide structural stiffness to the assembly. The pipes are arranged to form a crossbracing that limits flexing caused by wave action. The trap is suspended at a depth of 1 m below the water surface using three 1.5-m ropes connecting the polypropylene board to a polyform A0-series buoy such as is commonly used for marking boat moorings.
Buoys were moored to a concrete block anchor using 1/4 inch (0.63 cm) three-strand nylon rope at several locations with depths ranging from 6 m to 25 m. The entire setup was designed to be unobtrusive, but visible to boat operators, since the traps were deployed in an urban lake that is heavily used for recreational purposes. The total cost of materials for a trap, including the buoy but excluding the electronics, was approximately $85.
Circuit design-The circuit measures the difference in fluid pressure between the top of the gas collection chamber and the outside water column. This pressure is proportional to the height of the gas collected in the chamber and can be converted to a gas volume using the chamber cross-section area.
We used a wet-wet, temperature-compensated differential pressure sensor (26PCAFA6D, Honeywell) that has a manufacturerspecified range of ±1 psi (±6900 Pa). The sensor range is approximately equivalent to ±70 cm of water, and was chosen to maximize the sensitivity of the circuit for the length of a typical collection chamber. The sensor has acceptable accuracy and precision, with a manufacturer-specified stability of ±0.5% FSD over 1 yr, temperature coefficient of ±1% FSD between 0 and 50°C, and linearity and repeatability errors of ±0.25% FSD each (FSD refers to full scale deflection over the operating pressure range of the sensor). A commercial data logger with an inbuilt temperature sensor (H08-002-02, Onset systems) is used to store the final voltage readings from the circuit.
The millivolt pressure sensor output is buffered and amplified to the 0 to 2.5 V data logger range using the circuit shown schematically in Fig. 2 . Output from the pressure sensor is applied to an instrumentation amplifier (INA126, Texas Instruments), which provides a gain of 5 and also presents a high impedance load to the sensor bridge to minimize voltage measurement error. The instrumentation amplifier is followed by an operational amplifier (Op Amp D) set to a gain of 270.
The pressure sensor itself comprises a bridge, which is driven by the difference between the outputs of Op Amp A (3 V) and Op Amp B (2 V). The 1 V excitation voltage for the pressure sensor was chosen instead of the manufacturer's suggested value of 10 V, to keep the power drawn by the sensor to a minimum. A 2.1 V reference, buffered by Op Amp C, creates an offset that results in a slightly positive input to the data logger when the pressure sensor output is zero, biasing it into its allowable input range. The null offsets generated by the circuits range from 0.04 V to 0.35 V; this variation primarily arises from the instrumentation amplifier. The circuit shown in the diagram only uses the 0 to 1 psi range of the pressure sensor and can be modified to use the entire ±1 psi sensor range by changing resistors R5 and R6 to alter the signal reference voltage. The four op-amps are all contained in a single IC device (TLV2404, Texas Instruments).
All electronics other than the self-contained data logger are powered using two 3.6 V, 2.4 A-h AA lithium batteries. A 5 V voltage regulator (LP2952, National Semiconductor) ensures that the supply to the circuit remains constant. Low power circuit elements were selected to keep power consumption to a minimum; the total current drawn from the AA batteries was measured to be 0.41 mA. The circuit can be powered for about 8 months without battery replacement, while the data logger is powered by its own battery that lasts for about a year. Data from the logger can be accessed using a cable connected from a 3.5 mm stereo jack on the logger to the serial port of a PC. The manufacturers' specifications, cost, and power consumption of the electronics are further described in Table 1 .
Waterproof housing-The electronic circuitry is enclosed in a housing built from a nominal 4 inch (10.2 cm) schedule 40 PVC pipe cap (Fig. 3) . Two 2.18 cm (55/64 inch) holes are drilled on opposite ends of the wall, and nominal 1/4 inch (0.63 cm) schedule 80 PVC, threaded female adapters are cemented into the holes to provide access to the ports of the pressure sensor. The edges around the adapters are sealed to be watertight with epoxy and silicone sealant. ends of the adapters are connected to the pressure sensor ports with short lengths of 3/16 inch (0.48 cm) flexible plastic tubing. The directionality of the pressure sensor is important; the high-pressure port should be connected to the collection chamber end, while the low-pressure port is to be exposed to the water. The housing is closed with a nominal 4 inch (10.2 cm) schedule 40 PVC pipe plug, cut to a length of 2.5 cm. An Oring groove, 0.282 cm (0.111 inch) deep and 0.475 cm (0.187 inch) wide, is machined into the plug and fitted with an EPDM O-ring (dash size 244). The plug and groove are chamfered at the edges to create smooth surfaces, and the O-ring is greased before sealing the housing.
The enclosure can be tested for leaks in the laboratory using a vacuum test, in which connections to the sensor are removed and one of the adapters in the housing is plugged to be airtight. The second adapter is attached to a vacuum pump via a tee fitting having a vacuum pressure gage on one end and a ball valve on the other so that vacuum can be retained in the housing once the pump is turned off. In tests, approximately 3700 Pa (28 inches of mercury) vacuum was applied; a leaky housing could be easily detected within a few seconds, whereas a satisfactory seal would allow only a minor pressure increase (order of 100 Pa, or 1 inch mercury) over a 30-min period.
In addition, circuits were assembled in their housings and left overnight in a water bath before deployment; this served as a secondary leak test as well as ensured that the circuits were working correctly. Indicating silica gel desiccant packs were inserted into the housings before deployment in the field. During periods when the housing was being opened frequently for data download, the O-rings had to be replaced in the field about once every 2 to 3 weeks to ensure a watertight seal. However, the housings can be used for autonomous longterm deployment without replacing the O-rings, as demonstrated by the effective seals in 3 devices that were left in the lake from December 2008 to August 2009.
Field deployment and sampling-Gas was collected from the traps for analysis typically every 4 to 13 days. The height of the bubbled gas column was measured before sampling using the markings on the transparent collection chamber. Gas was then withdrawn from the collection chamber into syringes, thus filling the chamber with water. Finally, pressure data were downloaded and the data logger was reset to clear its memory. The data logger can store data for 13.5 days at a measurement interval of 5 min, or proportionally longer with larger measurement intervals.
Modifications made for measuring water level-The circuit described above can also be used to monitor the water level of a lake by measuring the pressure difference between the water column at a fixed point in the lake and the ambient atmospheric pressure. The assembly was modified for this purpose by venting one pressure port to the atmosphere. This can be done, for example, with a 75 cm long nominal 1/4 inch (0.63 cm) schedule 40 PVC pipe. A 90°elbow, with a mesh blocking its open end, was cemented to the top of the pipe to prevent the entry of rainwater, insects, and debris. Also, the pressure sensor direction must be reversed, such that the low-pressure port connects to the atmosphere, and the high-pressure port connects to the water column.
Data reduction and circuit calibration-The height of the gas column in the collection chamber (h g ) was calculated from the voltages recorded by the data logger using calibration curves that were determined in the laboratory for each circuit. The calibration setup involved connecting the tip of a burette to one of the pressure sensor ports through a short length of tubing, while the second sensor port was left open to atmospheric pressure. After removing any air bubbles in the tubing, water was added to the burette at approximately 4 cm height intervals and the corresponding voltage outputs from the circuit, as recorded by the data logger, were noted in a process adapted from the calibration procedure used by Gardner et al. (2009) . Each circuit was calibrated thrice-first before deployment in the field, second at the end of the field season to check for sensor drift, and finally in a cold room at approximately 5°C to estimate the effect of temperature changes. Measured circuit responses were linear within the 0 to 2.5 V output range, with Pearson correlation coefficients (R 2 ) greater than 0.99. An inverse linear regression on the calibration data gave slope and offset values that can be used to convert the circuit output voltage to height, h g in cm.
Slope values varied among calibrations from 27.1 to 29.2 cm/Volt across circuit units, and were within the range expected from the manufacturer's specifications. However, offset values obtained from laboratory calibrations ranged from 1.95 to 12.6 cm among the different circuits from the start to the end of thẽ 6 month deployment period. Variations in offset were caused due to a combination of sensor and amplifier drift, temperature effects, and seemingly random measurement errors. Thus, to achieve the most accurate data reduction, offsets measured in the laboratory were replaced with field offsets that were based on voltage readings obtained every time the collection chamber was emptied during gas collection.
The equation for conversion of voltage readings to h g , the gas height in the collection chamber (in cm), is (1) where m -= average slope from laboratory calibrations (cm/Volt), V out = Voltage output recorded on the data logger (Volt), and V -zero = Average of empty trap voltages measured in the field during the first 1 to 2 h following gas collection (Volt). Voltages from the beginning and end of each sampling interval were also averaged to account for possible short-term drift and temperature effects.
The gas height, h g , was multiplied by the cross-sectional area of the collection chamber (1.88 cm 2 for nominal 1/2 inch schedule 40 pipes and 3.32 cm 2 for nominal 3/4 inch schedule 40 pipes) to determine the volume of gas present in the trap. It should be noted that actual PVC pipe dimensions can differ from published values, and that using the latter can lead to significant errors in volume calculations. Volumes measured at the 1 m deployment depth of the traps were normalized to 1 atmosphere and 20°C, assuming ideal gas behavior. The normalized volume of gas present in a trap is calculated as: (2) where ρ water is 998 kg/m 3 at 20°C, P atm = 101 kPa, g = 9.8 m/s 2 , h g = height of gas accumulated in the collection chamber (cm) from Eq. 1, A c = cross-section area of the collection chamber (cm 2 ), and T trap = temperature recorded by the data logger (°K). Temperature differences between the water at 1-m depth and the surface, as well as day-to-day barometric pressure and temperature variations, were neglected for purposes of this calculation. Any buoyancy effect caused due to gas accumulating in the collection chamber was also considered to be negligible.
An additional dead volume correction was applied to automated measurements obtained from traps that used a 3/4 inch PVC pipe as the collection chamber. A reducing pipe adapter was cemented to the top of the collection chamber, and multiplying the height of the adapter by the chamber crosssection area led to a volume overestimation of about 9 mL. No correction was applied to automated data from traps with 1/2 inch pipes because the effective diameter of the pipe adapter was nearly the same as the collection chamber diameter, and amounted to a volume difference of~1 mL.
Manual gas measurements-The volumes obtained using the pressure sensor data were compared with manual gas measurements to verify circuit behavior. Manual volumes were measured in two ways: (1) by recording the total volume of gas collected in syringes while emptying the collection chamber, and (2) by multiplying the gas height in the transparent PVC pipe by the collection chamber cross-section area. Because the height markings on the transparent pipe start below an opaque pipe adapter attached to the top of the collection chamber, the adapter volume (6.5 to 9.5 mL for the 1/2 inch pipe and 12 to 13 mL for the 3/4 inch pipe) has to be added to obtain a final value for the manual volume reading.
The manual volume measurements were, whenever possible, an average of values obtained using both methods. Exceptions were made for instances when no syringe samples were taken or when the gas height reading was hidden by the opaque pipe adapter. The standard deviation (1σ) of readings obtained using the two methods was typically around 1 to 3 mL, depending on the collection chamber dimensions, and was used as an error estimate for the manual measurements.
Assessment
Results-Traps built in this design were continuously deployed from June to November 2008, at as many as 7 stations at any given time (Fig. 4) . Data were collected at a resolution of 5 or 10 min (e.g., Fig. 4 inset) . Gas volumes measured by properly functioning automated traps were deviant from manual readings by 2 ± 2 mL (1σ) for a total of 130 readings (Fig. 5) .
Error budget terms for volumes measured in automated trapsThe error estimate for volumes calculated using data obtained from the automated traps includes the effects of sensor drift and temperature on circuit electronics, calibration errors, and possible dead volume errors caused by the inability to quantify the small amount of gas that could be trapped in the fittings at the top of the collection chamber. A control trap was deployed for 4 weeks at a location that had no bubbling, which was determined based on manual measurements collected in 2007. Data obtained at 5-min resolution from this trap was additionally used to estimate the effects of circuit drift, temperature, and wind on empty trap voltages. A root sum squared (RSS) propagation of uncertainty (Kline 1985) can be applied to Eq. 2 to obtain the error in estimated gas volume. The error in collection chamber cross-section area is neglected in the following error budget because the diameters along the length of representative pipe samples, as measured by vernier calipers, were uniform within the readability of the instrument (±0.05 mm). The error caused due to the normalization of gas volume to 1 atm and 20°C is also insignificant. However, an additional term is included to account for dead volume errors, which are on the order of 1-2 mL. The "∆" in the following equations denotes the standard deviation (1σ) of a term.
The final error in volume, ∆Vol, is approximately:
The error in height (∆h g ) can be calculated as shown in Eq. 4 by applying the RSS propagation of uncertainty to Eq. 1. The height error includes a slope component (∆m), an offset error (∆V zero ), and can also be affected by electronic noise (∆V out ). (4) The standard deviation of slopes obtained from all the laboratory calibrations for a sensor unit was used as an estimate of slope error (∆m). Multiple calibrations were done at the start and end of the season, and at normal room temperatures and cold room temperatures. Temperature variations during the calibrations were on the order of 2 to 3°C. Thus results include the effects of calibration procedure error, long-term sensor drift, and changes in temperature. Slope variability between circuits was not considered since each unit was calibrated independently for subsequent data conversion. Slope errors varied from 0.02 cm/Volt (0.02%) to 0.58 cm/Volt (2%) among different units, which is in accordance with the theoretical expected slope error calculated using the pressure sensor manufacturer's specifications (Varadharajan 2009 ).
The offset error (∆V zero ) determined from field measurements includes the effects of short-term voltage drift and temperature fluctuations. It also includes random volume errors caused either due to incomplete flushing of gas from the collection chamber, or due to possible unknown, irretrievable gas quantities remaining in the trap after gas sampling. The offset error at any point in time is calculated as the standard deviation (1σ) of the two nearest empty trap voltages. The standard deviations mostly ranged between 0 and 30 mV; empty trap voltages deviant by more than 30 mV from the average value were considered outliers and excluded from all calculations. These outliers occurred on 10 of 125 occasions, and could typically be attributed to excessive residual gas due to incomplete sampling of the trap, or to bubbling that occurred between the time of sampling and the start of data collection.
Electronic noise (V out ) of up to ±12 mV was observed between adjacent logged values of some circuits when the pressure difference and the ambient temperature were held constant. Most (10 mV) of the noise can be attributed to the precision error of the data logger. The various circuit elements (voltage regulator, amplifiers, and pressure sensor) can also contribute to noise. Electronic noise can be greatly reduced by increasing the sampling frequency and averaging a larger number of measurements over a given sampling period.
Typical values of slope (28 ± 0.5 cm/Volt), offset (0.15 ± 0.015 Volt), and smoothed electronic noise (0.003 Volt using a 1-h moving average filter) can be inserted into Eq. 4 to calculate the error in gas height. The error for a 70 cm gas column, corresponding to a maximum output voltage of 2.485 ± 0.015 V, is 1.4 cm (~2%). (5) The error in volume is calculated using Eq. 3, and assumes an uncertainty of 2 mL for random dead volume effects. The errors in temperatures recorded by the data logger (1 to 2°C) are negligible in comparison to the height error. The estimated volume error is on the order of 3 to 5 mL for the nominal 1/2 inch PVC pipe and 4 to 6 mL for the nominal 3/4 inch PVC pipe. The actual error will depend on the volume of gas collected in the trap, with a minimum 3-mL uncertainty present for an empty trap.
Effect of changes in temperature-The seasonal variation in water temperatures in the Upper Mystic Lake is on the order of 20°C; fluxes are normalized to 20°C to account for temperature effects on gas volumes (as in Eq. 2). Keeping the traps underwater in the field minimizes temperature effects; the maximum temperature change recorded between sampling intervals within the electronics casing was 6°C.
Additional tests were conducted to determine temperature effects on circuit output voltages in the absence of a pressure differential. Large, abrupt temperature variations were found to affect circuit voltages, even when no pressure was applied across the ports. This effect was quantified as a temperature coefficient calculated from the shift in voltage when a circuit at room temperature (20 to 25°C) was moved to a cold room (~5°C), with both sensor ports exposed to ambient air pressure (Fig. 6) . In laboratory tests, the voltages of five circuits were measured at normal room temperatures for 2 d, followed by 2 d in the cold room, and finally for a day back at normal room temperature. Voltages were strongly correlated with temperatures during the transition from room temperature to 5°C and vice versa, which occurred within less than half an hour. Temperature coefficients ranged from -1 mV/°C to -3.4 mV/°C in all but one circuit, which had a coefficient of -11 mV/°C. The circuits were also tested in a refrigerator (-5 to 5°C) to mimic winter conditions, and measured temperature coefficients fell within the range of ±2.5 mV/°C.
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However, zero-pressure differential output voltages were poorly correlated with temperatures when the circuits were operated at normal room temperatures. The same was true in the case of the field-deployed control trap, where temperature changes were gradual and on the order of 2 to 5°C. Thus, although the effect of temperature on output voltages is in concept a systematic error, it was treated as a random error for data reduction. The magnitude of the temperature effect is already included in the standard deviation of field offsets observed between trap samplings, along with the effects of short-term drift and other random errors (i.e., ∆V zero in Eq. 4). Temperature effects do not have to be separately calculated in the error budget, unless the traps are subject to large, sudden temperature changes between sampling intervals.
Independent lab tests confirmed that the data logger units were not significantly affected by changes in temperature. The temperature sensor in the data logger has a published accuracy of ±0.8°C, and resolution of ±0.4°C under ambient conditions.
Effect of wind and waves-The voltages recorded by the automated traps include the effect of pressure fluctuations resulting from buoy movement due to wind and associated wave action. This noise is not included in the ∆V out or ∆V zero terms in Eq. 4, but was estimated by comparing voltages recorded at the control trap with wind speeds obtained from an anemometer installed on a buoy in the middle of the lake (Fig. 7) . Almost no noise was observed during periods when the wind speed was below 3 kmph; the typical noise was on the order of ±10 mV, which corresponds to a gas column height of~3 mm, during moderate wind conditions. Increases in the height of the gas column during bubbling episodes are at least an order of magnitude larger than the typical wind noise; thus the effect of wind is mainly apparent during periods when gas does not accumulate in the trap. A simple moving average filter can be used to smooth the automated trap data to eliminate wind effects before calculating gas fluxes.
Other tests-Laboratory tests showed that the pressure sensor could drift for a short period immediately after the applied pressure on a port is removed (e.g., after servicing the traps in the field). This effect was especially apparent when rapid gas accumulation during the preceding deployment had caused the pressure sensor to go out of its 1 psi range for more than a few hours. The circuit voltage in this situation decreased rapidly and had a recovery period of approximately 1 h; thus voltage readings from the first hour after trap servicing were dropped from field offset calculations in instances where such behavior was suspected. Any possible effect of hysteresis on the pressure sensor readings was neglected, because the pressure only increases during gas accumulation.
The variability in empty-trap voltages was used to monitor the long-term stability of the pressure sensor; standard deviations in voltages were typically less than 30 mV throughout the period of deployment. However, empty-trap voltages could drift by as much as 0.1 V during the first week of deployment in some traps, after which the voltages stabilized for the remainder of the season (Varadharajan 2009 ).
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Measuring methane ebullition The possible extent of methane loss due to dissolution during trap deployment was tested by injecting 48 ± 2 mL of pure methane gas into a trap. The trap was left for 2 d in the lake at a site where no bubbling had been observed during the 2007 field season. 46 ± 2 mL gas, which contained 94% methane and approximately 0.1% oxygen, was recovered. The low oxygen concentration of the recovered gas sample indicates that the decrease in methane was not caused due to leakage of air into the chamber. Gas samples were injected and collected from the traps using glass syringes, which were stored underwater. Laboratory analysis commenced within 24-48 h of collection and was done on a flame ionization detector (FID) gas chromatograph (Perkin Elmer 3920B) for methane and on a thermal conductivity detector (TCD) gas chromatograph for oxygen (F&M Scientific Corporation). Laboratory tests of samples and standards stored underwater in glass syringes showed~1% to 3% methane loss after 7 d; some of the methane may have also been lost during the transfer of gas into the syringes.
Discussion
Bubbling at the Upper Mystic Lake is an episodic process, where high flux periods with gas release rates on the order of hundreds to thousands of mL/(m 2 -day) are interspersed with low flux conditions where rates average only tens of milliliters of gas/(m 2 -day). The automated bubble trap described in this article can be used both to measure ebullition events on the scale of minutes, and to continuously monitor fluxes on a long-term (months) basis. The cumulative volumes logged by these traps over a 4-to 6-month deployment intervals matched the cumulative sum of manual gas volume measurements within 4%. Deployed in a water-level recording mode, a modified device matched readings from a commercial water level sensor (Model 3001 Levelogger Gold, Solinst) within 1%. To our knowledge, there has been no previous study that has measured freshwater bubbling fluxes over a comparable period with this level of temporal resolution.
A comparison of the data from the automated traps against the measured total hydrostatic pressure signal (i.e., the sum of water column height plus barometric pressure) showed that falling hydrostatic pressures were associated with the onset of synchronous lake-wide bubbling episodes, whereas hydrostatic pressure increases led to an almost immediate cessation of bubbling (e.g., Fig. 8 ). This is consistent with previous observations of synchronized bubbling episodes in other lakes that were associated with low air pressure events (Mattson and Likens 1990; Casper et al. 2000) . Significant negative correlations (p < 0.05) were found between daily ebullition fluxes and hydrostatic pressure (Table 2) sure and ebullition fluxes is not linear, and that bubbling could possibly be triggered by other mechanisms such as inter-episode gas buildup within the sediments. Thus, in addition to precisely identifying the timing of bubbling episodes, the high-temporal resolution data from the automated traps can also be used to gain insight into the processes that can cause ebullition. However the trap cannot be used, without significant alteration to its design, to measure extremely high bubbling fluxes present in locations such as the hotspots and point sources identified by Walter et al. (2006) , where fluxes often exceeded 10000 mL m -2 d -1 . The same study found that the bubbling at these locations contributed to~75% of the total methane release from their lakes, and that low-intensity background ebullition, as measured by randomly placed traps, comprised a small fraction of the total flux. Random deployment of traps would likely underestimate bubble fluxes, if discrete seeps with small spatial footprints but extremely high ebullition fluxes were present. The design of a mooring scheme, which in our case results in a watch circle of~10 m radius, could in some cases, also affect observed temporal variability in fluxes.
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Comments and recommendations
The trap described here can be adapted to measure a varying range of ebullition fluxes by altering the diameter and length of the collection chamber. However, since the design proposed in this article relies on the height of the gas in the collection chamber as an indicator of gas flux, it is advantageous to have a high aspect ratio to maximize sensitivity and minimize absolute volume errors. Narrow pipe diameters also limit the surface area available for gas-exchange within the collection chamber. For higher volume measurements, a larger diameter PVC pipe could be inserted into, for example, the bottom half of the collection chamber by means of reducing adapters (e.g., a commercially available nominal 2 inch to 3/4 inch PVC pipe coupling). This would increase the gas capacity of the chamber (to~1500 mL in the above example), while maximizing the sensitivity of the circuit under low-flux conditions. At locations where extremely large volumes of ebullition need to be measured, an electronic valve could be fitted at the top of the collection chamber to automatically release gas when it crosses a threshold, as implemented in Washburn et al. (2001) . For situations where greater sensitivity is desired, an auto-zeroing technique that completely eliminates offset errors using a 3-way solenoid valve could be used as shown in Gardner et al. (2009) .
In situations where the trap can only be partially submerged due to logistical reasons (for example, in a shallow pond or icecover), air from the collection chamber could be removed at the beginning of deployment by applying a mild suction, for example using a syringe. The trap and circuit design described above could also be used with various modifications to the mooring system, as long as some part of the cone is kept underwater. However, circuits deployed above water will probably be subject to increased variations in temperature and might require the application of temperature corrections.
